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Abstract. Measurements of mixing ratio profiles of
stratospheric bromine monoxide (BrO) were made us-
ing observations of BrO rotational line emission at
650.179 GHz by a balloon-borne SIS (superconductor-
insulator-superconductor) submillimeterwave heterodyne
limb sounder (SLS). The balloon was launched from
Ft. Sumner, New Mexico (34◦ N) on 22 September 2011.
Peak mid-day BrO abundance varied from 16± 2 ppt at
34 km to 6± 4 ppt at 16 km. Corresponding estimates
of total inorganic bromine (Bry), derived from BrO vmr
(volume mixing ratio) using a photochemical box model,
were 21± 3 ppt and 11± 5 ppt, respectively. Inferred Bry
abundance exceeds that attributable solely to decomposition
of long-lived methyl bromide and other halons, and is
consistent with a contribution from bromine-containing
very short lived substances, BrVSLSy , of 4 ppt to 8 ppt. These
results for BrO and Bry were compared with, and found to be
in good agreement with, those of other recent balloon-borne
and satellite instruments.
1 Introduction
Stratospheric bromine contributes to ozone loss through
halogen catalyzed cycles analogous to stratospheric chlorine
chemistry, except that the bromine ycles have a significantly
greater potential to deplete ozone (Daniel et al., 1999). In
the daytime upper stratosphere, BrO is the most abundant of
the inorganic bromine species comprising up to 70 % of Bry,
where
Bry = BrO+HBr+Br+HOBr+BrONO2 +BrCl (1)
Stratospheric Bry results from photodecomposition of
naturally-occurring and anthropogenic bromine-containing
source gases transported from the troposphere into the
stratosphere. Although the total bromine loading of the
stratosphere has declined by 1 % yr−1 since 2001 (Dorf
et al., 2006b; Hendrick et al., 2008; WMO, 2011) due
to reductions in surface emissions of CH3Br and other
halons with long photochemical lifetimes, some uncer-
tainty remains in the quantitative closure of Bry bud-
get. Recent balloon-borne and satellite observations of
BrO abundance indicate that Bry levels in the mid- and
lower stratosphere exceed that estimated by models based
solely on long-lived organic bromine surface source gases
(Wamsley et al., 1998; Salawitch et al., 2005).
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The additional source of Bry needed to reconcile the
stratospheric bromine budget is generally understood to
be from decomposition of naturally occurring bromine-
containing source gases with very short photochemical life-
times (VSLS) such as CHBr3, CH2BrCl, and CH2BrCH2Br,
with current estimates of BrVSLSy ranging from 2 to 8 ppt
(Salawitch et al., 2005; WMO, 2011; Brinckmann et al.,
2012).
In situ measurements of BrO and total bromine in the
stratosphere date from the early 1980’s (Berg et al., 1980,
reviewed in Brune and Stimpfle, 1993). More recently, an
extensive series of BrO and Bry profiles, spanning several
years and a range of season and latitude, were reported by
(Dorf et al., 2006b) from balloon flights of the LPMA/DOAS
(Limb Profile Monitor of the Atmosphere/Differential Op-
tical Absorption Spectroscopy) instrument, the SAOZ-BrO
(Systeme d’Analyse par Observation Zenithale) balloon-
borne spectrometer (Pundt et al., 2002), and the in situ UV
resonance fluorescence BrO instrument (Woyke et al., 1999).
Both LPMA/DOAS and SAOZ-BrO measure BrO by UV ab-
sorption of direct sunlight.
Global-scale observations of stratospheric BrO have been
made by four satellite instruments.
SCIAMACHY (Scanning Imaging Absorption Spectrom-
eter for Atmospheric Chartography) (Bovensmann et al.,
1999) on the sun-synchronous Envisat, in limb mode, pro-
vided altitude profiles of BrO from measurement of scattered
sunlight. SCIAMACHY was operational from 2002 until the
loss of Envisat in April 2012. BrO profiles applied in this
study are from MPI for Chemistry, Mainz. The retrieval is
performed in the wavelength range from 338–357.25 nm. For
details, see Ku¨hl et al. (2008) and Puk¸ı¯te et al. (2010).
Daily zonal mean BrO profiles, covering 16 to 36 km al-
titude, are measured by the Optical Spectrograph and Infra
Red Imager System (OSIRIS) instrument on the Odin space-
craft (McLinden et al., 2010). Odin was launched in Febru-
ary 2001 into a 600 km circular, sun synchronous, near ter-
minator orbit at an inclination of 97.8◦ and an ascending
node at 1800 local solar time (LST). BrO profiles are derived
from observation of spectrally dispersed, limb scattered sun-
light (346.0–376.6 nm wavelength range) from the upper tro-
posphere into the lower mesosphere by the OSIRIS optical
spectrograph.
The Microwave Limb Sounder (MLS), a millimeter and
submillimeterwave heterodyne receiver on the EOS Aura
platform, has been in operation since August 2004 and de-
rives vertical profiles of BrO and other gases from limb ther-
mal emission spectra. Aura is in sun-synchronous 98◦ incli-
nation orbit with ascending node equator crossing at approx-
imately 01:45 p.m. local time. MLS BrO profiles are derived
from 81BrO rotational line emission at 625 GHz and 650 GHz
(Waters et al., 2006; Kovalenko et al., 2007), as measured by
the SLS in this study.
The Superconducting Submillimeter-wave Limb Emission
Sounder (SMILES) (Masuko et al., 2002; Kikuchi et al.,
2010) measured BrO abundance in the middle atmosphere
from the Japanese Experiment Module (JEM) of the Interna-
tional Space Station (ISS) from 12 October 2009 to 21 April
2010. The SMILES instrument, like Aura MLS, Odin/SMR
and the balloon SLS, is a submillimeterwave heterodyne re-
ceiver system. The SMILES optics include a single sideband
(SSB) filter to separate upper and lower sideband signals
while MLS and SLS are double sideband (DSB) receivers.
JEM/SMILES was the first space application of sensitive
4 K cooled SIS receiver technology mixers and HEMT (high
electron mobility transistor) amplifiers for Earth atmospheric
observation. The ISS orbit is non-sun-synchronous at 58◦ in-
clination. SMILES observation frequency bands are 624.32–
626.32 GHz and 640.12–650.32 GHz, which cover the same
BrO emission lines as Aura MLS and SLS.
2 Observations and analysis
Data presented here are from a high altitude balloon flight
of the Jet Propulsion Laboratory (JPL) Submillimeter-
wave Limb Sounder (SLS) instrument from the Columbia
Scientific Balloon Facility site at Ft. Sumner, New Mexico,
USA (34◦ N, 104◦ W). On-board the gondola, in addition
to the SLS, were the JPL MkIV solar occultation Fourier
transform infrared spectrometer (Toon, 1991) and in situ O3
sensor (Proffitt and McLaughlin, 1983). The balloon was
launched on 22 September 2011, reached float altitude of ap-
proximately 39 km at 13:30 local time and remained above
37 km through the flight until flight termination the next day.
Spectra covering the BrO band were collected upon reaching
float altitude on 22 September until 04:00 on 23 September.
The Submillimeter Limb Sounder is a heterodyne ra-
diometer that measures molecular rotational thermal emis-
sion spectra from a limb observing geometry. The SLS has
been flown on numerous middle and high latitude flights
since 1991 (Stachnik et al., 1992, 1999). Measured gases in-
clude ClO, O3, HCl, N2O, HO2, and HNO3. In 2004, the
instrument was upgraded with a superconductor-insulator-
superconductor (SIS) mixer improving receiver sensitivity by
20 times compared to that with the Schottky diode mixer
used on earlier flights. Spectrometers were also upgraded
from analog filterbanks to a single digital polyphase filter-
bank spectrometer that provides uniform channels with high
spectral resolution and significantly improved gain stability.
Figure 1 is a block diagram of the radiometer. Radiance from
the atmospheric limb, sky cold reference and warm calibra-
tion reference are selected by a scanning 30 cm diameter pri-
mary antenna and scan plate. The measured field-of-view is
approximately 0.6◦ full width at half maximum. The dou-
ble sideband down converter is a quasi-optic coupled SIS
NbTiN junction mixer (Zmuidzinas, 1992). The tunable lo-
cal oscillator (620 GHz to 680 GHz) is generated by a syn-
thesizer, amplifier, multiplier and coupled to the mixer by a
Mylar beamsplitter. The SIS junction and HEMT low noise
Atmos. Chem. Phys., 13, 3307–3319, 2013 www.atmos-chem-phys.net/13/3307/2013/
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Fig. 1. Diagram of the SLS instrument. Atmospheric radiance is
collected by a scanning antenna system, combined by a Mylar beam
splitter with a frequency tunable local oscillator, downconverted in
an SIS mixer. The IF signal is amplified, filtered, downconverted in
a second heterodyne stage to the input frequency range of the digital
and analog spectrometers.
amplifier (Ward et al., 2003; Ward, 2003) are maintained at
4.2 K in a liquid helium cryostat. Following downconversion
in the SIS mixer, the output intermediate frequency (IF) band
(4–7 GHz) is analyzed by the digital spectrometer.
The digital spectrometer (Fig. 2) deployed on SLS was
instrumental in obtaining excellent data quality. A digital
polyphase spectrometer was implemented in a Reconfig-
urable Open Architecture Computing Hardware (ROACH)
digital signal processing board developed by the Berkeley
CASPER project (Werthimer, 2011). Two 3 Gsps (gigasam-
ples per second) analog to digital converter cards, sampling
the IF down converted to base band at an aggregate rate of
6 Gsps, provided 3 GHz of bandwidth with 8192 channels
and frequency resolution of 375 kHz. For the measurements
discussed here channels were co-added to provide a reduced
data rate due to the limited on-board data storage system,
reducing the spectral resolution to 750 kHz. The polyphase
FFT implementation provides channels with steeper response
rolloff than that of either autocorrelator or standard FFT digi-
tal spectrometers. A Power PC interfaced to the Virtex 5 field
programmable gate array (FPGA) on the CASPER board per-
forms additional data processing, telemetry down-link, and
data storage on a USB flash drive.
3 Radiometric calibration
Radiometric calibration was performed as described for ear-
lier versions of the SLS instrument (Stachnik et al., 1992,
1999). The spectrometer response at each frequency i, Ci ,
is proportional to atmospheric radiance plus receiver noise
power. As part of each limb scan sequence, the scan plate is
rotated to view cold sky radiance (+45◦ elevation angle) and
an on-board ambient temperature calibration black-body.
For each spectrometer channel,
Cilimb|sky|cal = gi × (P ilimb|sky|cal +P ireceiver) (2)
DC-DC
PS
28V
Batteries
90deg ADC 083000
Power
Control
USB drive
0deg ADC 083000 Virtex5 PPC
Ethernet
4-8 GHz
IF Input
Control and
Telemetry
System
1.5 GHz
4.1 GHz
4.1-7.1 GHz
0-3 GHz
ROACH I
1
Fig. 2. Diagram of the digital spectrometer sub-system. Two inter-
leaved National ADC083000 digitizers sample the input signal at
6 G samples s−1. Signal bitstream is converted to a power spectrum
by an algorithm implemented in the Xilinx Virtex 5 FPGA. Code
in a PowerPC collects spectra data, stores data onboard in a flash-
drive, and transmits a real-time compressed sample of spectra to the
ground.
where Climb|sky|cal is the spectrometer response with scan
plate viewing limb, sky, or cal and P ireceiver is the noise power
contributed internally by the receiver system from the SIS
mixer, amplifiers, second heterodyne stage and spectrometer.
Limb-sky difference radiance, P ilimb−sky for channel i, is then
P ilimb−sky = (Ciant −Cisky)/gi(t) (3)
Gain coefficients, gi(t) (counts/Kelvin), drift with time due
to changes in instrument temperature, local oscillator drive
power and ambient pressure, and are determined by linear
interpolation of the instantaneous gain, gi(caln), measured
during the ambient temperature calibration target scene at
t = caln for limb scan n.
gi(caln)=
Cical −Cisky
Pcal −P isky
(4)
The calibration target black-body radiant power, Pcal, in
Kelvins, is the Planck temperature evaluated at 650 GHz. The
“sky” reference temperature, P isky, is essentially the 3 K cos-
mic background brightness, except near the center of strong
atmospheric emission lines where the residual air mass above
the balloon altitude adds non-negligible atmospheric radi-
ance of, maximally, 5 % of Pcal for balloon altitude of 38 km.
To reduce systematic gain error, an atmospheric radiative
transfer model (discussed in Sect. 4) with climatological
trace gas concentrations is used to estimate P isky.
www.atmos-chem-phys.net/13/3307/2013/ Atmos. Chem. Phys., 13, 3307–3319, 2013
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4 Profile retrieval
Mixing ratio profiles of atmospheric trace gases are derived
from the SLS calibrated radiances, P ilimb-sky, through an in-
strument radiance “forward” model that calculates the ex-
pected radiances from an input atmospheric state model. Pre-
flight measurements of channel shape, sideband ratio, an-
tenna field-of-view are used, together with balloon height
and radiosonde temperature profiles, in the forward model
to calculate and convolve ray radiances. The 1-dimensional
atmospheric state model parameterizes constituent concen-
tration with altitude as a set of triangular basis functions on
2 km centers from the surface to 100 km. The atmospheric
model currently includes approximately 180 of the likely
“most significant” gases and isotopologues for which spec-
troscopic data is available. Pressure, temperature and wa-
ter vapor profiles in the model are from local radiosondes
launched within the duration of the balloon flight. Ray ra-
diance is calculated at each frequency by line by line sum-
mation of Voigt lineshape contributions along a path from
balloon through the model atmosphere for each channel fre-
quency element r i(ν) and for each antenna scan plate eleva-
tion angle. Spectroscopic and partition function data are from
the JPL catalog (Pickett et al., 1998). Expressions for N2 and
O2 collision-induced absorption and water vapor continuum
are from (Goyette and DeLucia, 1990; Rosenkranz, 1998).
Instrumental field-of-view smearing is incorporated by con-
volving the ray radiances with a Gaussian beam shape func-
tion matched to the measured beam parameters.
Mixing ratio profiles are estimated from measured ra-
diances by the linear optimal estimation retrieval scheme
(Houghton et al., 1984; Rodgers, 2000). Briefly, optimal
estimation retrieval is essentially a least-squares fit of
observed radiances, weighted by observation uncertainty
(covariance), to a linearized atmospheric radiance model,
y− y0 =K(x− x0), where the matrix K of partial deriva-
tives relates the vector of radiances y to the vector of param-
eters in atmospheric model state vector, x about linearization
point (x0). y0 is the calculated radiance for parameter vector
x0. The partial derivative matrix is calculated by finite dif-
ference in the forward model along with the radiances. The
inversion is stabilized by addition of ‘virtual’ measurements
derived from atmospheric model initial, a priori, state. The
retrieval result is bound to the a priori where measurements
are either absent or excessively noisy. The minimum variance
estimate of the atmospheric state vector is
1x = x− x0 = SaKT (KSaKT +S)−11y (5)
where y− y0 =1y is the vector of measurement residuals,
Sa is the covariance matrix of the a priori, S is the diagonal
measurement covariance and x0 is the a priori atmospheric
state.
5 Retrieval precision and accuracy
The overall uncertainty in retrieved BrO profiles has contri-
butions from radiometric precision from thermal noise and
systematic errors from radiance calibration error, standing
wave spectral artifacts, antenna pointing, spectroscopic pa-
rameters used in the forward radiance model and retrieval
error. Radiometric precision is limited by thermal noise
1T = Tsys√
Bτ
(6)
where Tsys is the sum of atmospheric radiance, Tcal|limb|sky,
and total receiver noise, Treceiver, expressed in Kelvins; B
is the effective measurement noise bandwidth in s−1 and τ
is the integration time in seconds. Treceiver for the SIS re-
ceiver is approximately 280 K averaged across the IF band
pass. Thermal background atmospheric radiance varies with
tangent height from a few K at 38 km to 250 K when scan-
ning down to the lowermost stratosphere. The precision in re-
trieved parameters, as limited by radiometric noise, is given
by
S= (KT S−1 K+S−1a )−1 (7)
which relates measurement covariance, S to uncertainty in
the retrieved parameter covariance. Diagonal elements of S
are the estimated uncertainties in the retrieved atmospheric
state vector elements. Systematic uncertainty in the BrO vmr
retrieval due to standing waves and other spectral artifacts,
remaining after day-night differencing, are estimated from
the partial derivative matrix and the vector of post-retrieval
residuals. Overall radiance calibration scaling error, due to
uncertainty in the calibration target effective black body tem-
perature, is approximately 2 % as estimated by comparison of
measured and calculated radiance at the center of optically-
thick O3 lines in the receiver band pass. The retrieval error
budget for retrievals using flight-averaged spectra is sum-
marized in Fig. 3 which shows contributions from radiomet-
ric noise, calibration uncertainty and post-retrieval residuals
in comparison with the apriori covariance and retrieval pro-
file. The SLS instrument pointing is derived from an onboard
solid-state gyroscope, inclinometer, and magnetometer pack-
age accurate to approximately 0.1◦ which implies a height
uncertainty of 0.6 km at 30 km tangent height. In post-flight
processing, the pointing uncertainty was reduced to approxi-
mately 0.3 km by fitting a pointing offset to match the sharp
onset of measured and calculated radiance at tangent heights
below the tropopause.
6 Measurements
6.1 BrO spectroscopy
The rotational emission spectrum of 81BrO in its ground vi-
brational and electronic state consists of 3-doubled and hy-
perfine split lines spaced at ∼ 25 GHz (Pickett et al., 1998).
Atmos. Chem. Phys., 13, 3307–3319, 2013 www.atmos-chem-phys.net/13/3307/2013/
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Fig. 3. The retrieval error budget showing total retrieval error and
contributions from radiometric noise for flight-averaged spectra,
calibration uncertainty and post-retrieval residuals compared with
the apriori covariance and retrieved profile.
Two lines, the J = 492 − 472 at 624.768 and the J = 512 − 492
at 650.179 GHz are within the SLS local oscillator frequency
tuning range. Although the BrO line near 624 GHz has fewer
spectroscopic interferences, the BrO J = 512 − 492 feature
near 650.179 GHz enables simultaneous measurement of the
35ClO lines at 649.4 GHz, 3 HO2 lines and 2 O3 emission
lines within the IF band pass of the SLS instrument (see
Fig. 4). Additionally, the BrO feature at 650 GHz is also ob-
served by the Aura EOS MLS and ISS JEM-SMILES in-
struments. This provides the opportunity for direct spectral
comparison. Line parameters, pressure line width and tem-
perature dependencies for these transitions are from recent
studies by Yamada et al. (2003) and Drouin et al. (2001).
BrO profiles are retrieved from the average of daytime (so-
lar zenith angle less than ∼ 85◦) limb scan spectra recorded
between 13:30 and and 18:00 local time. Spectra cover the
tangent height range, in 2 km steps, from balloon float at
39.6 km to below the tropopause height where the limb path
becomes opaque due to water vapor absorption. Figure 4
shows a sample of the flight-average full 3 GHz bandwidth
spectra corresponding to limb tangent heights of 38, 36, 34,
30 km. Prominent, near 4500 MHz IF, in these spectra are
two optically thick features corresponding to O3 lines at
638.903 GHz and at 647.839 GHz in the receiver lower and
upper sidebands, respectively. These lines of nearly equiv-
alent strength provide a convenient in-flight high precision
measure of the receiver sideband response ratio. As shown
in Fig. 5, the 81BrO emission line octet at 650.178 GHz
(6730 MHz IF) appears on the shoulder of stronger OO17O
lines in the same sideband and adjacent to another O3 feature.
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Fig. 4. Measured double-sideband emission daytime-average spec-
tra with local oscillator frequency at 643.444 GHz. Sample spectra
from the September 2011 balloon flight showing the full spectrom-
eter bandwidth corresponding to limb tangent heights of 38, 36, 34
and 30 km. Region containing the 81BrO lines is at the far right.
Abscissa scales show intermediate frequency (IF), and upper/lower
sideband frequency prior to heterodyne downconversion.
The excellent dynamic range of the digital spectrometer is
evident from Fig. 4 that shows a subset of limb spectra cov-
ering 180 K brightness range of atmospheric signals, Fig. 5
that shows a zoomed in region covering BrO, and Fig. 6 that
shows the day minus night difference spectra with a full scale
range of 0.3 K. As these spectra are double-sideband, triple
abscissa axes give intermediate frequency (IF), upper and
lower sideband frequency prior to heterodyne downconver-
sion. An additional property of the digital spectrometer is its
ability to “tie together” contiguous channels due to the use of
a common digitizer, which explains the excellent small sig-
nal performance of the measurement system, and which also
allows a reduced chopping (Dicke switching) rate to be used
with minimal impact to the quality of spectral contrast data.
Since BrO abundance exhibits a strong diurnal behav-
ior forming BrONO2 rapidly following sunset, and O3 does
not diurnally vary in the middle stratosphere, interfering O3
lines, residual standing-wave artifacts, other interferences
and offsets were removed by subtracting, from the day-
time spectra at each tangent height, corresponding averaged
www.atmos-chem-phys.net/13/3307/2013/ Atmos. Chem. Phys., 13, 3307–3319, 2013
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Fig. 5. Double sideband daytime-average emission spectra observed
corresponding to limb tangent heights of 38, 34, and 32 km showing
the region of 81BrO and overlapping O3 lines. Abscissa scales show
intermediate frequency (IF), and upper/lower sideband frequency
prior to heterodyne downconversion.
nighttime spectra. Potential differences between daytime and
nighttime O3 emission were monitored using the strong set
of O3 lines near 4.5 GHz IF (see Fig. 4).
The nighttime average consists of spectra recorded be-
tween 23:00 (22 September) and 04:00 (23 September) local
solar time at the position of the balloon. This procedure is
particularly effective for balloon measurements since, in the
absence of strong wind shear, the balloon platform, drifting
with the local circulation, permits continuous (approximate)
observation of a single air parcel. The SLS field-of-view is
stabilized to a constant azimuthal direction by the gondola
pointing system. Integration time varies with observation tan-
gent height but averaged approximately 1100 s and 1200 s per
day and nighttime spectrum for each tangent height bin, re-
spectively.
The resulting day-night spectra, shown in Fig. 6, for limb-
path tangent heights of 38, 34, 32 and 28 km reveal a 200 mK
amplitude 81BrO line and two prominent HO2 features also
visible due to the diurnal variation of HO2 mid-stratosphere
abundance. BrO and HO2 profiles were retrieved on a 2 km
grid from the day-night spectra using the optimal estimation
procedure. Synthetic day-night spectra, calculated using the
retrieved BrO and HO2 profiles, are shown (red) in Fig. 6.
The retrieved BrO profile and estimated uncertainty are
shown in Fig. 7 in comparison with a BrO profile from
EOS MLS. BrO profile uncertainty, as described in Sect. 5,
is the combined error from radiometric precision, calibra-
tion bias, pointing offset, and retrieval residuals. The vari-
ation of profile uncertainty with altitude can be explained as
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Fig. 6. Day-night difference emission spectra of the same spectral
region shown in Fig. 5. Spectrometer data are shown at 750 kHz
(dots) resolution and boxcar smoothed (thick solid black line). Syn-
thetic spectra calculated using retrieved BrO profiles are also plot-
ted (red-solid). Abscissa scales show intermediate frequency (IF),
and upper/lower sideband frequency prior to heterodyne downcon-
version. HO2 line occurring in lower sideband is indicated by the
san-serif font.
follows. At heights near to and above the balloon float al-
titude (∼ 38 km), uncertainty increases as the instrumental
observation path length decreases from a limb path length
of ∼ 300 km to a much shorter upward slant path observ-
ing geometry (∼ 50 km). In the middle altitude range (37 km
to 25 km), best sensitivity is achieved due to the low level
of background radiance, minimal pointing error, and nar-
row tangent point beam-width. Below 25 km, uncertainty in-
creases due to increasing thermal noise from water vapor
continuum emission, and effect of the propagation of gain
error with increasing radiance background.
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Fig. 7. SLS BrO profile (black) from the 09/23/2011 balloon flight
compared with MLS. Black line open circles indicate SLS data ad-
justed to the local time of the MLS daytime overpass. The MLS BrO
profile (blue-solid) is zonal mean (25◦ N to 35◦ N) for the period 1
September 2011 through 31 October 2011. The MLS 2 month zonal
mean averaged precision is indicated by the blue-dashed lines. The
range of scientifically useful MLS measurements is 10 to 4.6 hPa
corresponding to approximately 30 km to 37 km. Also shown (green
dots-lines) is the MLS BrO profile for September 2005 from (Ko-
valenko et al., 2007) derived using a different retrieval procedure.
Uncertainty range is indicated by the green dashed lines. The range
of useful MLS measurements is indicated by solid circles for both
data sets.
6.2 Inferred Bry
BrO, as the most abundant of inorganic bromine gases in
the daytime stratosphere, provides the best indication of total
Bry. Since BrO is in rapid photochemical equilibrium with
BrONO2, Br, and HOBr, the BrO comprises a variable frac-
tion of Bry depending on local solar time, latitude, altitude,
atmospheric composition and season.
Following previous approaches (Kovalenko et al., 2007;
McLinden et al., 2010), we estimate Bry profile from mea-
sured BrO using a photochemical model. In this study, the
University of California, Irvine photochemical box model
(Prather, 1992; McLinden et al., 2000; Brohede et al., 2008)
was used. The model was constrained to climatological pro-
files for O3,NOy,Cly,N2O,CH4 and H2O. For the model
Bry profile, the correlation from Wamsley et al. (1998), in-
creased by an assumed VSLS bromine contribution of 6 ppt,
was used. Bry was estimated using a simple linear scaling
relationship between model and measured BrO and Bry. At
each altitude,
[Brmeasuredy ] =
[Brmodely ]
[BrOmodel] [BrO
measured] (8)
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Fig. 8. Bry mixing ratio inferred from SLS measured BrO (black)
using a photochemical box model. Bry uncertainty range (black-
dashed) is the BrO uncertainty scaled by Bry/BrO from the pho-
tochemical box model. Abundance of Bry from long-lived organic
sources (cyan) is from Wamsley et al. (1998) scaled to 16 ppt at
peak. Estimated VSLS abundance (red, uncertainty as red-dashed)
is Bry minus the estimate of inorganic bromine attributed to long-
lived bromine source gases.
Since BrO measurements are derived from day-night spec-
tra, BrOmodel is calculated from corresponding model day-
time minus nighttime averaged differences. After sunset,
BrO rapidly forms BrONO2 in the mid- and lower strato-
sphere so this diurnal correction to the modelled BrO is small
(less than 0.5 ppt) below 38 km. Applying Eq. (8) at each al-
titude to measured BrO, gives an estimate of the Bry altitude
profile which is shown plotted in Fig. 8. Uncertainty in the
Bry estimate is simply scaled from that estimated for BrO and
neglects biases that might be introduced by input parameters
to the photochemical model. For example, a recent study by
Kreycy et al. (2012) finds the ratio of photolysis to formation
(J/k) for BrONO2 a factor of 1.69 larger than that indicated
by the JPL-11 compilation (Sander et al., 2011) which could
reduce the Bry estimated here by 1–2 ppt.
From the average Bry from 28 km to 38 km, where un-
certainty in measured BrO and sensitivity to photochemical
model inputs are minimal, we derive estimated value for total
inorganic bromine, Bry, of 21± 3 ppt. The uncertainty in to-
tal Bry is from the extreme values plus estimated uncertainty
of Bry within the 28 km to 38 km altitude range. We estimate
the implied contribution to Bry from very short lived bromine
organics by subtracting Bry attributed to CH3Br and other
long-lived bromine source gases using the Bry-N2O corre-
lation expressions in Wamsley et al. (1998) scaled to 16 ppt
of CH3Br plus halon peak abundance (WMO, 2011) assum-
ing age-of-air of 5 yr and 2006 as the year of stratospheric
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entry. Comparison in Fig. 8 of total Bry to that from long-
lived bromine organics is consistent with a VSLS contribu-
tion of 6± 4 ppt above 28 km. Below 28 km, a slight increas-
ing trend in estimated BrVSLSy to 8 ppt at 16 km is evident but
within the larger estimated uncertainty bounds for that alti-
tude.
6.3 Comparison with other measurements
The Microwave Limb Sounder (MLS) instrument (Waters
et al., 2006) on the EOS Aura satellite measures BrO abun-
dance profiles also monitoring the J = 512 − 492 rotational
emission lines at 650.179 GHz. However, MLS uses a differ-
ent local oscillator frequency (642 870.0 MHz) than the SLS
balloon instrument (643 444.0 MHz) and therefore has differ-
ent spectral interferences from the lines in the receiver oppo-
site sideband. The MLS radiometric noise level necessitates
significant spatial and temporal averaging to obtain compa-
rable BrO mixing ratio precision (Kovalenko et al., 2007).
Since the EOS-Aura MLS is in sun-synchronous orbit mea-
suring at 13:45 and 01:45 local time for the ascending and
descending parts of the orbit respectively, spectral interfer-
ence due to ozone emission and other bias can be effectively
removed by taking day-night (ascending-descending) differ-
ences of the retrieved BrO profiles. In Fig. 7, we compare
the MLS BrO zonal (25◦ N to 35◦ N) bi-monthly mean (blue
line) of day-night retrieved profiles using the new algorithm
described in Milla´n et al. (2012). The date range of MLS data
is centered on the balloon flight date, 22 September 2011.
The MLS retrieval profile precision bound for the bi-monthly
mean is shown as blue-dashed lines. In Fig. 7, we also show
the MLS BrO profile for September 2005 from Kovalenko
et al. (2007) which was derived using a slightly different re-
trieval procedure. For both MLS retrieval cases, the pressure
range over which the data are useful is 10 hPa to 4.6 hPa (ap-
proximately 30 km to 37 km) which is indicated on the plot
by closed circles, and open circles outside this range. Agree-
ment between both MLS and SLS profiles is generally good
and within the MLS precision bounds at all altitudes. In the
region between 10 hPa to 4.6 hPa, profiles agree to within
3 ppt.
Figure 9 shows the Bry profile (black line) inferred from
the SLS BrO profile mixing ratio using the UC Irvine photo-
chemical box model compared to Bry inferred from the MLS
BrO average for 2005 using SLIMCAT and WACCM photo-
chemical models (Milla´n et al., 2012). The range of scientif-
ically useful MLS measurements (10 to 4.6 hPa) is indicated
by solid circles. MLS and SLS Bry results are consistent in
the upper stratosphere (above 6 hPa) finding total inorganic
stratospheric bromine at approximately 21 ppt. Uncertainties
in inferred Bry are indicated by dashed black and dashed red
lines for SLS and MLS, respectively. For reference, the Bry
estimated from long-lived organic gases from Wamsley et al.
(1998) scaled to 16 ppt for an age-of-air of 5 yr (2006) is also
plotted (cyan curve).
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Fig. 9. Comparison of Bry mixing ratio scaled from SLS measured
BrO (black) using the UC Irvine photochemical box model against
Bry inferred from MLS BrO for 2005 (Milla´n et al., 2012). The
range of scientifically useful MLS measurements (10 to 4.6 hPa)
is indicated by solid circles. Uncertainties in Bry are indicated by
dashed black and dashed red lines for SLS and MLS, respectively.
Bry from long-lived organic gases from Wamsley et al. (1998)
scaled to 16 ppt for an age-of-air of 5 yr (2006) is also plotted (cyan
curve).
Closest available JEM-SMILES BrO data, matching sea-
son and local time of the SLS balloon flight, are from October
2009. Data presented here are from the JEM/SMILES oper-
ational products version 2.3 (Takahashi et al., 2011; Mitsuda
et al., 2011).
Figure 10 compares SLS results with daily averaged
SMILES BrO profiles (blue lines) for October 12 (49 pro-
files), 13 (40 profiles), 14 (55 profiles) and 15 (61 profiles) in
2009 with local time between 11:00 and 16:00 and with lati-
tude between 25◦ N and 40◦ N. These data are bias-corrected
by subtraction of the mean night-time BrO profile for 12 to
23 October. Local solar times for the selected SMILES over-
passes were sufficiently close to the SLS measurement time
to make the diurnal correction negligible compared to the
combined measurement uncertainty. The RMS variation in
the daily averaged SMILES BrO profiles is shown as blue-
dashed lines in Fig. 10. We find excellent agreement between
SMILES and SLS profiles above 20 km and at other altitudes
agreement agreement is well-within the combined uncertan-
ity bounds.
The SCIAMACHY (Bovensmann et al., 1999) instru-
ment on sun-synchronous ENVISAT measures BrO by ul-
traviolet absorption spectroscopy of limb scattered sunlight.
Figure 11 compares SCIAMACHY BrO (red line) from
the closest coincident overpass (23 September 2011, 32◦ N
100◦ W) against the SLS BrO profile (black solid circles).
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Fig. 10. SLS BrO profile (black dots lines) from the 23 Septem-
ber 2011 balloon flight compared with measurements by the ISS
JEM/SMILES instrument in October 2009 (blue-dots-lines). Uncer-
tainty in the SLS BrO profile is shown by the black-dashed lines.
SMILES retrieval version 2.3 profiles shown are daily averages
(blue-lines) for October 12 (49 profiles), 13 (40 profiles), 14 (55
profiles) and 15 (61 profiles) in 2009 with local time between 11:00
and 16:00 and with latitude between 25◦ N and 40◦ N. SMILES data
are bias-corrected by subtraction of the mean night-time BrO pro-
file for October 12 to October 23. Local solar times for the selected
SMILES overpasses were sufficiently close to the SLS measure-
ment time to make the diurnal correction negligible compared to
the combined measurement uncertainty. The RMS variation in the
daily averaged SMILES BrO profiles is shown as blue-dashed lines.
SCIAMACHY BrO uncertainty is larger below 18 km and
above 33 km due to low measurement response (below 0.65)
at those altitudes, and those data are indicated in the plot by
open circles. Also shown is the SLS profile adjusted (black
open circles) to the local solar time (10:15 a.m.) of the SCIA-
MACHY overpass. The comparison is shown both in con-
centration (left panel) and volume mixing ratio (right panel)
units. Local solar time correction was approximated using
the previously described photochemical box model and a
simple linear scaling relation
BrOmeastSCIA =
BrOmodeltSCIA
BrOmodeltSLS
BrOmeastSLS (9)
where BrOmeastSLS is the profile measured by SLS, BrO
model
tSLS
is the model profile at the mean local time of SLS mea-
surements, and BrOmeastSCIA is the resulting SLS profile adjusted
to the local solar time of the SCIAMACHY daytime over-
pass. This procedure enables meaningful comparison of mea-
surements made at different local times and solar zenith an-
gles, however, additional uncertainty may enter from uncer-
tainty in the photochemical parameters used in the model
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Fig. 11. SLS BrO profile (black-solid circles) from the 23 Septem-
ber 2011 balloon flight compared with SCIAMACHY BrO. Left
panel shows the comparison in number density; right panel is the
same data plotted as volume mixing ratio. The SCIAMACHY BrO
profile (red dots-line) is from the closest coincident overpass (23
September 2011, 32◦ N 100◦ W). Also shown (black open circles)
is SLS profile scaled to the local time (10:15 a.m.) of the SCIA-
MACHY overpass using the photochemical model described in the
text. Uncertainty in the SLS BrO profile is shown by the black-
dashed lines. Larger SCIAMACHY BrO uncertainty below 18 km
and above 33 km is due to low measurement response (below 0.65)
at those altitudes and indicated by open circles.
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Fig. 12. SLS BrO profile (black-solid circles) from the 23 Septem-
ber 2011 balloon flight compared with a BrO profile (green dots-
line) from the LPMA/DOAS instrument (Dorf et al., 2006b). The
LPMA/DOAS profile is from a balloon flight launched from Aire
sur l’Adour, France (43.7◦ N, 0.3◦ W) on 9 October 2003. The SLS
profile adjusted to the mean local solar time corresponding to the
DOAS measurement is also plotted (black open circles).
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Fig. 13. SLS BrO profile from the 23 September 2011 balloon flight
compared with BrO data from two balloon flights of the SAOZ-
BrO instrument. SAOZ data are from flights launched at Aire sur
l’Adour, France (43.7◦ N) (blue dots lines) on 1 October 2002 and
at Vanscoy, Canada (52.0◦ N) on 25 August 2004 (green dots-lines).
SAOZ measurements were made at solar zenith angles from 81◦
(15 km) to 87◦ (29 km) and from 79◦ (15 km) to 89◦ (35 km) for the
October 2002 and August 2004 flights, respectively. The SLS BrO
profile scaled to local time corresponding to the mean solar zenith
angle during the SAOZ-BrO observations is shown plotted as black
open circles-lines.
as discussed by Sioris et al. (2006). Profiles show excellent
agreement across the entire altitude range of valid measure-
ments.
For comparison with recent BrO measurements from bal-
loon, we include in Fig. 12 the BrO profile from a flight
of the LPMA/DOAS (Limb Profile Monitor of the Atmo-
sphere/Differential Optical Absorption Spectrometer) instru-
ment (Pfeilsticker et al., 2000; Dorf et al., 2006a) in Octo-
ber 2003. The balloon was launched from Aire sur l’Adour,
France (43.7◦ N, 0.3◦ W), at 10◦ higher latitude than that of
Ft. Sumner, but at similar season, local time and solar zenith
angle.
In Fig. 13, the SLS BrO profile is compared with BrO
profiles from two flights of the SAOZ-BrO balloon instru-
ment. SAOZ-BrO data are from flights launched at Aire sur
l’Adour, France (43.7◦ N) on 1 October 2002 (blue dots line)
and at Vanscoy, Canada (52.0◦ N) on 25 August 2004 (green
dots lines). These SAOZ-BrO data were previously com-
pared with BrO profiles from MLS (Kovalenko et al., 2007),
SCIAMACHY Rozanov et al. (2011) and OSIRIS (McLin-
den et al., 2010). Since SAOZ-BrO makes observations dur-
ing balloon ascent, solar zenith angles vary with height. Dur-
ing the 1 October 2002, the solar zenith angle was approxi-
mately 81◦ for measurements at 15 km to 87◦ at 29 km. For
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Fig. 14. Correlation of Bry mixing ratio inferred from SLS mea-
sured BrO against N2O mixing ratio (black). The figure is adapted
from Fig. 17 in McLinden et al. (2010). The Bry tracer correlation
from the Odin-OSIRIS and the Odin/Submillimeter Millimeter Ra-
diometer instruments (McLinden et al., 2010) is shown as purple
dots-lines. Odin-OSIRIS data is the monthly mean of a.m. and p.m.
observations for the 40◦ S to 40◦ N latitude band. LPMA/DOAS
Bry correlation (green dots-line) is from a balloon flight in March
2003 from Kiruna, Sweden (Kovalenko et al., 2007). SLS Bry un-
certainty range (black-dashed) is the BrO uncertainty scaled by
Bry/BrO from the photochemical box model. Abundance of inor-
ganic bromine (cyan) from long-lived source gases is from Wamsley
et al. (1998) scaled as in Fig. 8. Estimated BrVSLSy abundance (red,
uncertainty as red-dashed) is Bry minus the estimate of inorganic
bromine attributed to long-lived bromine source gases.
the 25 August 2004 flight, solar zenith angles were 79◦ at
15 km to 89◦ at 35 km. The SLS BrO profile scaled, using
the photochemical model procedure as described above, to
local solar time corresponding to the mean solar zenith angle
during the SAOZ observations is shown plotted in Fig. 13 as
black open circles and line.
LPMA/DOAS and SLS profiles are in good agreement
within mutual error extents over the full coincident alti-
tude range. The SLS profile shows excellent agreement with
SAOZ-BrO profile from the October 2003 Aire Sur l’Adour
balloon flight. SLS BrO is in good agreement with the
SAOZ-BrO Vanscoy profile below about 26 km. We note that
these four profiles were made over a range of latitude (34◦ to
52◦ N), season (summer to autumn), and year (2002–2011)
and differences due to BrO variability are expected. Further-
more, the SAOZ-BrO and LPMA/DOAS observations were
made close to the peak stratospheric bromine abundance but
the SLS measured after several years of bromine decline
(WMO, 2011).
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Fig. 15. Adapted from WMO (2011) Tables 1–14 and Milla´n et al.
(2012), summary of recent estimations of the VSLS contribution
to stratospheric inorganic bromine (BrVSLSy ) from satellite, ground-
based and balloon-borne instruments. Vertical dashed line marks
6 ppt, the central values for Bry attributed to VSLS.
Figure 14 shows SLS estimated Bry (black line) mixing
ratio plotted against N2O as proxy for age of air. The N2O
profile is derived from SLS measurements of the N2O emis-
sion line at 627.8 GHz. Plots of Bry against a dynamical
tracer provide a more meaningful inter-comparison of mea-
surements made at various latitudes and during various sea-
sons.
The Bry-N2O tracer correlation from the Odin/OSIRIS in-
strument (McLinden et al., 2010) is shown in Fig. 14. N2O
data is from the Submillimeter Millimeterwave Radiometer
(SMR) on the Odin platform. Odin/OSIRIS curve (purple
line) is the monthly mean of AM and PM observations for lat-
itudes between 40◦ S to 40◦ N. LPMA/DOAS Bry correlation
(green dots-line) from a balloon flight in March 2003 from
Kiruna, Sweden (68◦ N) is also shown (Kovalenko et al.,
2007).
SLS Bry uncertainty range (black-dashed) is the BrO un-
certainty scaled by the Bry/BrO ratio from the photochemical
box model. Abundance of Bry (cyan line) attributed to long-
lived organic sources is from Wamsley et al. (1998) scaled to
the estimated age of air (16 ppt peak abundance) for these ob-
servations. Estimated BrVSLSy abundance (red, uncertainty as
red-dashed) is Bry minus the estimate of inorganic bromine
attributed to long-lived bromine source gases.
7 Conclusions
Balloon-borne remote sensing submillimeterwave emission
measurements of BrO indicate mid-day abundances rang-
ing from 16± 2 ppt at 34 km to 6.5± 4 at 16 km. Total Bry
abundance, inferred from BrO and a photochemical model, is
21± 3 ppt. The inferred Bry abundance profile was found to
exceed the levels of Bry attributable solely to photodecompo-
sition of CH3Br and other long-lived source gases through-
out the stratosphere. These results are consistent with the
view that decomposition of short-lived bromine-containing
source gases deposits at least 4 ppt inorganic bromine in the
lowermost stratosphere. Inferred BrVSLSy explicitly depends
on estimated long-lived source contribution to Bry which
in turn depends on the tropospheric abundance of source
gases which have changed since 1994. Future measurements
which include profiles of bromine-containing source gases in
the stratosphere and upper troposphere are needed to better
quantify Br chemistry in the lower stratosphere. Figure 15,
adapted from WMO (2011) and Milla´n et al. (2012), com-
pares SLS BrVSLSy with recent estimations of the VSLS con-
tribution to stratospheric inorganic bromine (BrVSLSy ) from
satellite, ground-based and balloon-borne instruments. Ver-
tical dashed line marks 6 ppt, the central values for Bry at-
tributed to VSLS. Results are in good general agreement with
other recent measurements and support the conclusions in
WMO (2011).
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